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We describe the first direct testing of the antimicrobial susceptibilities of bacterial pathogens in human
clinical fluid samples by the use of ATP bioluminescence. We developed an ATP bioluminescence assay that
eliminates somatic sources of ATP to selectively quantify the bacterial load in clinical urine specimens with a
sensitivity of <1,000 CFU per milliliter. There was a log-log relationship between light emission and the
numbers of CFU in clinical urine specimens. A clinical study was performed to evaluate the accuracy of the
ATP bioluminescence assay for determination of the antimicrobial susceptibilities of uropathogens in clinical
urine specimens tested in a blinded manner. ATP bioluminescent bacterial density quantitation was used to
determine the inoculation volume in growth medium with and without antibiotics. After incubation at 37°C for
120 min, the ATP bioluminescence assay was repeated to evaluate the uropathogen response to antibiotics. The
ability of the ATP bioluminescence assay to discriminate between antimicrobial susceptibility and resistance
was determined by comparison of the results obtained by the ATP bioluminescence assay with the results
obtained by standard clinical microbiology methods. Receiver operator characteristic curves were used to
determine the optimal threshold for discriminating between susceptibility and resistance. Susceptibility and
resistance were correctly predicted in 87% and 95% of cases, respectively, for an overall unweighted accuracy
of 91%, when the results were stratified by antibiotic. For samples in which the pathogen was susceptible, the
accuracy improved to 95% when the results for samples with less than a 25-fold increase in the amount of
bacterial ATP in the medium without antibiotics were excluded. These data indicate that a rapid biolumines-
cent antimicrobial susceptibility assay may be useful for the management of urinary tract infections.

The urinary tract is the most common organ system to ex-
perience bacterial infections (17). As a major cause of patient
morbidity and health care expenditures for men and women of
all age groups, urinary tract infections (UTIs) account for 7
million office visits, more than 1 million emergency room visits,
and 100,000 hospitalizations each year (20). The estimated
annual cost to the U.S. health care system is approximately
$1.6 billion (8). Patients with nosocomial and/or complicated
UTIs due to abnormal urinary tract anatomy, the presence of
indwelling foreign bodies, and obstructed kidney stones are at
risk for life-threatening systemic infections and permanently
reduced kidney function. Patients with recurrent community-
acquired, simple UTIs may incur significant treatment costs
and substantial morbidity due to bothersome symptoms, such
as painful urination, frequency, and urgency.

The traditional basis for the evaluation of urinary tract
pathogens (uropathogens) is urine culture and antibiotic sus-
ceptibility testing (13). The major drawback of the current
microbiology approach is the time lapse of 2 to 3 days between
specimen collection and the availability of objective evidence
for treatment selection. Several days may pass before a defin-
itive diagnosis is made and an objective treatment strategy can

be implemented. In the absence of an expeditious laboratory
diagnosis, clinicians usually initiate empirical antibiotic treat-
ments without supportive laboratory evidence, even though up
to 80% of the urine specimens sent to the clinical microbiology
laboratories are negative for growth.

The injudicious, empirical use of antibiotics has contributed
to the emergence of resistant uropathogens. Antibiotic resis-
tance is a significant problem not only among nosocomial,
complicated UTIs, where it has traditionally been recognized,
but also in community-acquired, simple UTIs, where it has
traditionally been absent (9). An example of the growing prob-
lem is the rapid emergence of trimethoprim-sulfamethoxazole
(TMP-SMX)-resistant Escherichia coli in community-acquired
UTIs. E. coli accounts for 85 to 90% of the UTIs in the
community setting. Prior to the 1990s, �-lactams such as am-
picillin were the standard antimicrobial regimen for acute un-
complicated UTIs but were replaced when the rate of E. coli
resistance to �-lactams surpassed 25%. Since the early 1990s,
TMP-SMX has become the standard regimen (28). With its
increased use, however, resistance to TMP-SMX has increased
substantially in the last 10 years, approaching a rate of 20%
across the United States and a rate as high as 32% in Los
Angeles, CA (7). Consequently, clinicians are now increasingly
using quinolones such as ciprofloxacin empirically as the anti-
biotic of choice. At this time, community-acquired E. coli re-
mains largely sensitive to quinolones, although there is a grow-
ing concern regarding the emergence of quinolone-resistant
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uropathogens (24), for which no satisfactory oral antibiotic is
currently available.

A rapid diagnostic tool that can identify the presence of
pathogens and their antibiotic sensitivity profile at the point of
care would provide an urgently needed evidence-based ap-
proach to the clinical management of UTIs. First, only patients
with a significant number of pathogens in the urine will be
considered for treatment, obviating the unnecessary use of
antibiotics for patients with urinary tract symptoms due to a
noninfectious etiology. Second, the choice of antibiotics may
be individually tailored. For example, patients infected with
ampicillin-sensitive E. coli may be treated with ampicillin, even
though 60% of the E. coli isolates in the community may be
ampicillin resistant. A strategy of individualized treatment with
wider choices of antibiotics will help to reduce the selection
pressure toward the propagation of resistant pathogens. Lastly,
with fewer negative urine cultures sent to the clinical microbi-
ology laboratory and the reduced use of the more expensive,
newer antibiotics (quinolones are five times more expensive
than TMP-SMX), a rapid pathogen antimicrobial sensitivity
test will decrease overall health care expenditures for UTIs.

Firefly lantern bioluminescence is produced by a biochemi-
cal reaction in which the luciferase enzyme utilizes ATP in the
oxidation of luciferin to adenyloxyluciferin, with the concur-
rent release of photons in proportion to the amount of ATP
that is converted to AMP. Application of the luciferase enzyme
and its substrate, luciferin, to the detection and quantitation of
bacteria was originally described by Chappelle and Levin, who
used a luminometer to measure bioluminescence (as relative
light units [RLU]) (1). Initial attempts to apply this method-
ology to the enumeration of bacteria in clinical urine speci-
mens were hampered by a number of problems not encoun-
tered when cultured isolates were quantified (4, 12, 16, 25, 26).
These problems included the presence in urine of free non-
bacterial ATP, the intracellular ATP contained in somatic
cells, and luciferase inhibitory substances and the variation in
ATP content among bacterial species, all of which compro-
mised the quantitative aspect of the assay. The quantitation of
bacteria was greatly improved by using buffers and reagents for
the release and destruction of nonbacterial ATP in clinical
urine specimens. The reported threshold for positivity was 105

CFU/ml, with a sensitivity of 86 to 95%, a specificity of 75 to
82%, a positive predictive value of 36 to 77%, and a negative
predictive value of 88 to 95% (6, 14, 21, 22, 29, 30).

The bacterial ATP bioluminescence methodology has been
shown to be useful for the rapid (2- to 4-h) determination of
the antibiotic susceptibilities of cultured clinical isolates (15,
27, 31, 32). In this study, we evaluated the analytic validity of
bioluminescent antibiotic susceptibility testing of uropatho-
gens in clinical urine specimens. A bacterium-specific ATP
bioluminescence assay was used to estimate the bacterial den-
sity in clinical urine specimens from patients with UTIs to
achieve a urine inoculum of 104 to 105 CFU/ml in growth
medium with and without antibiotics. At the end of a 120-min
incubation period, the bioluminescence assay was repeated to
predict the susceptibilities of the uropathogens to antibiotics.
We found an excellent correlation between the results ob-
tained by the rapid bioluminescent antibiotic susceptibility
technique and the results obtained by standard clinical micro-
biology methods. To our knowledge, this is the first report of

the use of bacterial ATP bioluminescence to determine the
antibiotic susceptibilities of bacterial pathogens in clinical
specimens.

MATERIALS AND METHODS

Clinical urine specimens. Clinical urine specimens were obtained from the
University of California-Los Angeles (UCLA) Clinical Microbiology Laboratory
with approval from the UCLA and the U.S. Department of Veterans Affairs
Institutional Review Boards and appropriate Health Insurance Portability and
Accountability Act exemptions. Routine plating on Trypticase soy agar with 5%
sheep blood and MacConkey agar was performed with each specimen for colony
counting and phenotypic identification tests. Antimicrobial susceptibility testing
was performed by a CLSI broth dilution MIC reference method with panels
prepared in-house (2, 3), while an aliquot of each specimen was held at 4°C
overnight. On the day after they were plated, specimens were selected for
inclusion in the study on the basis of the results of a rapid indole test for the
purpose of including specimens containing uropathogens other than Escherichia
coli in approximately one-half of the specimens. Because most UTIs involve a
single uropathogen, specimens determined by the Clinical Microbiology Labo-
ratory to have more than one organism were excluded. Blinded specimens se-
lected for inclusion in the study were stripped of patient identifiers before
delivery to the research laboratory for testing.

Bacterium-specific bioluminescence assay. The strategy used for the selective
determination of bacterial ATP by eliminating human sources of ATP from the
bioluminescence assay was as follows: host cell ATP and free ATP were hydro-
lyzed by incubating 25 �l of urine with 50 �l of 0.1 U/ml ATPase in a buffered
somatic extractant (Somase 3; Hygiena, Camarillo, CA) for 15 min at room
temperature. Bacterial ATP was released by addition of 100 �l of the microbial
extractant (Luminex; Hygiena), immediately followed by addition of 200 �l of
the liquid-stable bioluminescence reagent (Hygiena). RLUs were measured with
a Pi-102 luminometer (Hygiena) by use of a 1-s integration time. Background
RLU levels, determined by using Trypticase soy broth (TSB), were subtracted
from the specimen-derived RLU measurements.

Bioluminescent antimicrobial susceptibility testing. The bacterial ATP biolu-
minescence assay was performed with clinical urine specimens received from the
UCLA Clinical Microbiology Laboratory to estimate the density of bacteria in
the specimen. Urine specimens were diluted 10-, 100-, or 1,000-fold to achieve a
starting concentration of 104 to 105 CFU/ml in 100 ml of TSB. The inoculated
TSB was divided into 5-ml aliquots to which ampicillin (32 �g/ml), cephalothin
(32 �g/ml), ciprofloxacin (2 �g/ml), gentamicin (8 �g/ml), nitrofurantoin (128
�g/ml), TMP (3.2 �g/ml)-SMX (16 �g/ml), or vancomycin (32 �g/ml) was added.
An eighth sample without antibiotics was included as a positive control for
growth. The cultures were incubated at 37°C with agitation for 120 min. At the
conclusion of the incubation period, the bioluminescence assay was repeated
with each culture. The bioluminescent antimicrobial susceptibility testing results
were compared with the clinical microbiology data after the experiment was
completed.

Specimens excluded from the analysis were those containing multiple bacterial
species, outpatient specimens containing Enterococcus spp. (because the Clinical
Microbiology Laboratory does not perform antimicrobial susceptibility testing
for these species), and specimens with insufficient bacteria to achieve a starting
concentration of 104 to 105 CFU/ml. In addition, nine results that were classified
as “intermediate” susceptibility by the Clinical Microbiology Laboratory were
also excluded from the analysis because there were too few for a statistically
meaningful analysis. For each specimen and antibiotic, background RLU values
were first subtracted from the time zero and time 120 min RLU values. The
log10-corrected RLU at time zero was subtracted from the log10-corrected RLU
at time 120 min to estimate the change due to growth. The change value for the
control was subtracted from the corresponding change value for each antibiotic,
creating an antibiotic-minus-control difference. The antibiotic-minus-control dif-
ference should be more negative for antibiotic-resistant specimens than for
antibiotic-susceptible specimens. The antilog of this difference is the ratio of the
time 120 min RLU/time zero RLU for the antibiotic-containing specimens rel-
ative to that for the control specimen. Finally, a receiver operating characteristic
curve analysis was carried out by using these log10-scale differences. For the
difference threshold value T, if the difference was less than or equal to T, we
classified the specimen as susceptible. If the difference was greater than T, we
classified the specimen as resistant. The value of T was chosen to maximize the
unweighted classification accuracy. For a given antibiotic, this unweighted clas-
sification accuracy is defined as the simple average of the percentage of suscep-
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tible specimens correctly classified and the percentage of resistant specimens
correctly classified.

To examine whether accuracy (correctly classified as susceptible or resistant)
was related to growth in the control aliquot, we compared the mean and the
median control growth for correctly classified samples versus the mean and the
median control growth for incorrectly classified samples. To quantify the direc-
tion and degree of association, we also carried out a logistic regression analysis
of the accuracy versus the control log RLU change. A separate analysis was
carried out for each antibiotic for susceptible and resistant samples, since the
relationship is not necessarily the same in susceptible and resistant samples or
across antibiotics. We then used binary recursive partitioning (classification tree)
methods to determine the control growth cutoff points where the accuracy may
change.

RESULTS

Development of a bacterial ATP bioluminescence assay. We
developed a bioluminescence assay designed to measure ex-
clusively intracellular bacterial ATP. The assay consists of
three steps. Step 1 involves addition of a buffered somatic
extractant and ATPase. The pH of urine specimens can vary
widely, depending on dietary factors, medication use, and pa-
tients’ disease states. For this reason, use of the Somase buffer
is essential to bring the sample pH to within the working range
of the ATPase. The Somase extractant selectively lyses host
cells and releases host cell ATP so that it may be hydrolyzed by
ATPase. The ATP hydrolysis step was the most time-consum-
ing step in the assay. We found that up to 15 min was required
to reduce the levels of ATP from somatic sources to back-
ground levels (data not shown). Step 2 involves the extraction
of bacterial ATP. A variety of compounds were tested to iden-
tify a universal bacterial extractant able to release ATP effi-
ciently from a variety of potential uropathogens. Finally, in
step 3, the bioluminescent reaction was catalyzed by luciferase
in the presence of an excess of luciferin substrate.

Bioluminescent quantitation of uropathogens. The bacterial
ATP bioluminescence assay was performed with serial 10-fold
dilutions of various uropathogen isolates grown in TSB. A
linear relationship between the log of the RLU measurements
and the log of the number of CFU was observed over a 7-log-
unit range (�103 to �1010 CFU/ml).

We next examined the performance of the bacterial ATP
bioluminescence assay for the quantitation of uropathogens in
clinical urine specimens from patients with UTIs. The urine
specimens tested contained a broad range of uropathogen spe-
cies, including 1 specimen containing Citrobacter freundii, 1
specimen containing Citrobacter koseri, 1 specimen containing
Enterobacter cloacae, 1 specimen containing Enterobacter aero-
genes, 25 specimens containing Escherichia coli, 1 specimen
containing an Enterococcus species, 8 specimens containing
Klebsiella pneumoniae, 1 specimen containing Pseudomonas
aeruginosa, 4 specimens containing Proteus mirabilis, 2 speci-
mens containing Staphylococcus aureus, and 1 specimen con-
taining S. saprophyticus. A total of 7 gram-negative species and
4 gram-positive species were included in this phase of the
study. Despite the real-world variability of clinical urine spec-
imens (by pH, osmolarity, etc.) and the uropathogens (by spe-
cies, growth phase, etc.) that they contain, the linear log RLU-
log CFU relationship was relatively well preserved (Fig. 1). We
used the best-fit line in Fig. 1 to describe the relationship
between RLU and the estimated number of CFU, that is,

the RLU-to-predicted CFU conversion formula: CFU �
43.45 � RLU1.12.

Time course of bioluminescent response to antibiotics. To
determine the optimal time for measurement of the response
to antibiotics and the optimal antibiotic concentrations that
should be tested, we examined the bioluminescent time course
of the uropathogens in clinical urine specimens after inocula-
tion into TSB with and without antibiotics. The bacterial ATP
bioluminescence assay was performed to estimate the density
of bacteria in each clinical urine specimen by using the RLU-
to-predicted CFU conversion formula. Urine specimens were
diluted 10-, 100-, or 1,000-fold in TSB with and without anti-
biotics to achieve starting concentrations of 104 to 105 CFU/ml.
The bioluminescence assay was performed at 0, 15, 60, 90, and
150 min. Despite specimen storage at 4°C overnight, the log
RLU plots indicated that the bacteria routinely entered log
phase within 15 min after inoculation (data not shown). As
shown in Fig. 2, the differences in bioluminescence between
susceptible and resistant strains were reliably observed begin-
ning at 90 min after inoculation.

Clinical validity study involving blinded clinical urine spec-
imens. A total of 104 clinical urine samples were received from
the Clinical Microbiology Laboratory between 29 March 2006
and 7 June 2006; of these samples, 85 were eligible for analysis.
Of the 104 samples (104 � 8 � 832 observations) received, 19
samples (19 � 8 � 152 observations) were omitted since they
contained multiple bacterial species or the Clinical Microbiol-
ogy Laboratory did not perform antibiotic susceptibility studies
(the outpatient specimens contained Enterococcus spp.). An-
other 10 observations were omitted from the remaining 85
specimens and 680 observations since the Clinical Microbiol-
ogy Laboratory result was intermediate and not susceptible or
resistant.

The specimens included in the analysis contained a total of
17 different species, including 11 specimens containing gram-
positive bacteria and 27 specimens containing gram-negative

FIG. 1. Relationship between bioluminescence and the concentra-
tion of uropathogens in clinical urine cultures. The bioluminescence
assay results for 50 clinical urine specimens from patients with UTIs
show the relationship between the log of the RLU measurements and
the log of the number of CFU present in the specimen. The roughly
linear log RLU-log CFU relationship was maintained, despite the
inclusion of specimens containing 11 different species of uropathogens.
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bacteria other than E. coli. Each specimen was tested with
seven antibiotics; however, the results eligible for inclusion in
our statistical analysis were limited to those observations for
which we had Clinical Microbiology Laboratory results for
comparison. For example, the vancomycin results were not
included for gram-negative bacteria, so the total number of
noncontrol observations was 492, not 85 � 7 � 595. In the rare
instances (10 of 577 observations, excluding those for the con-
trols) in which the time 120 min RLU was actually less than the
baseline RLU, making a negative time 120 min-corrected
RLU, the uncorrected time 120 min RLU and the time zero
RLU were used.

Table 1 shows the accuracy of the receiver operating char-
acteristic curve analysis results by antibiotic and overall. Ex-
cluding vancomycin, due to the small sample size of the Clin-
ical Microbiology Laboratory comparison data, the unweighted
accuracy ranged from 81% to 97%. For example, for ampicil-
lin, the T value that provided maximum accuracy was �1.231

log units, which corresponded to growth in the presence of
antibiotic being 5.9% of the control growth (10�1.231 �
0.0587). The log difference from the control was less than
�1.231 for 24/32 (75%) of the susceptible specimens and was
greater than �1.231 for 50/52 (96%) of the resistant speci-
mens. The overall unweighted accuracy is (87% � 95%)/2
(91%) when a separate threshold for each antibiotic was used.
If the threshold was not individualized for each antibiotic, the
accuracy was only 58%. Table 2 gives similar results by uro-
pathogen species, pooled over all antibiotics. Each specimen
can contribute up to seven observations in this analysis.

The accuracy of bioluminescent antimicrobial susceptibility
testing was dependent on the increase in bacterial ATP in
growth medium without antibiotics. As shown in Table 1, most
of the errors involving the bioluminescent approach were for
predictions of susceptibility and not resistance. Therefore,
there were insufficient data with which to investigate the rela-
tionship between accuracy and growth in resistant samples.
Among the tests with samples and antibiotics to which the
bacteria were susceptible, we found that the mean growth and
the median control growth were higher in the correctly classi-
fied samples than in the incorrectly classified samples (data not
shown). As shown in Table 3, the corresponding logistic re-
gressions show that there is a positive relation (positive slope)
between increasing control growth and the probability of a
correct test result for all antibiotics. While the slopes are not
identical, they are all positive and their differences are not
statistically significant. Therefore, data were pooled across all
antibiotics in order to determine the overall growth cutoff
points where accuracy may change. The classification tree anal-
ysis was carried out by using the combined 361 true-susceptible
observations only and by using the change in the log RLU
change for no-antibiotic (control) conditions as the only pre-
dictor. We found that as the growth without antibiotic (control
growth) increases, the accuracy increases. The two log RLU
change (growth) cutoff points are 1.04 log units and 1.40 log
units. A total of 42.9% of 35 observations involving specimens
with a control growth log RLU change of �1.04 were correct,
and 67.4% of 46 observations involving specimens with a con-

TABLE 1. Accuracy of bioluminescent antimicrobial susceptibility
assay by antibiotic

Antibiotic

No. of
specimensa % Correctb

Accuracy
(%) Tc

S R S R

Ampicillin 32 52 75 96 86 �1.231
Gentamicin 70 10 94 90 92 �0.773
Cephalothin 62 11 81 100 90 �1.372
Ciprofloxacin 62 21 98 95 97 �0.300
Nitrofurantoin 70 9 84 78 81 �1.447
TMP-SMX 56 27 84 96 90 �0.455
Vancomycin 9 1 67 100 83 �0.929

Overalld 361 131 87 95 91 Aboved

Naı̈ve overalle 361 131 95 21 58 �0.455e

a Number of specimens containing antibiotic-susceptible (S) and antibiotic-
resistant (R) organisms.

b Calculated by dividing the number of specimens predicted correctly by the
number tested.

c T, threshold log RLU difference from control result without antibiotics.
d Across all antibiotics by the use individual thresholds for each antibiotic.
e By the use of one common threshold for all antibiotics.

FIG. 2. Bioluminescent response to antibiotics of pathogens in clin-
ical urine specimens. The time course of two representative clinical
urine specimens from patients with UTIs after inoculation in TSB with
and without antibiotics is shown. (A) A urine specimen containing an
E. coli isolate sensitive to cephalothin and gentamicin but resistant to
ciprofloxacin. (B) A urine specimen containing a Klebsiella oxytoca
isolate sensitive to cephalothin, ciprofloxacin, and gentamicin. In each
case (A and B), susceptibility could be differentiated from resistance at
150 and 90 min after inoculation, respectively.
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trol growth log RLU change of 1.04 to 1.40 were correct, while
95.4% of 280 observations involving specimens with a control
growth log RLU change of �1.40 were correct. Therefore, a
preliminary rule might be that accuracy is high if the RLU
change without antibiotics is observed to be larger than 1.40
log units (or 101.40 � 25-fold) per 120 min. Specimens con-
taining gram-positive bacteria were more likely to exhibit a
lower increase in control growth RLU than those containing
gram-negative bacteria: 38% of 21 specimens with a control
growth log RLU change of �1.40 contained gram-positive
bacteria, while only 1.6% of 63 specimens with a control
growth log RLU change of �1.40 contained gram-positive
bacteria.

DISCUSSION

In this study, we describe a bioluminescent approach to the
rapid determination of the antimicrobial susceptibility profiles
of uropathogens in clinical urine specimens. A bacterial ATP
bioluminescence assay that selectively quantifies the intracel-
lular ATP of bacteria after the free ATP and the host cell-
derived ATP in the specimen are hydrolyzed was developed.
The correlation between the log of the bacterial density and
the log of the light output was found to be linear over a
7-log-unit dynamic range, with a sensitivity of less than 1,000

bacteria per milliliter. The assay was found to be accurate in
estimating the density of a wide range of bacterial species in
clinical urine specimens, including both gram-negative and
gram-positive organisms. Bioluminescent quantitation was
used in two steps of the bioluminescent antimicrobial suscep-
tibility assay: first, to determine the appropriate inoculum in
the growth medium with and without antibiotics and, second,
to measure the responses of uropathogens to antibiotics at the
end of a 120-min incubation period. By comparing the increase
in bacterial ATP in antibiotic-free growth medium to that in
medium containing antibiotics, we were able to determine the
antibiotic susceptibility profiles of pathogens in a study of clin-
ical urine specimens with a reasonably high degree of accuracy.
This is the first report that we are aware of to have described
the rapid determination of the antibiotic susceptibilities of
bacterial pathogens in clinical specimens by the use of ATP
bioluminesence.

Our study is an extension of prior research on the develop-
ment of ATP bioluminescence for the detection bacteria. Pio-
neered by NASA scientists seeking a rapid and sensitive assay
for the detection of water contamination, bacterial detection
by bioluminescence has been possible since the 1960s. It did
not take long to apply this technology to urine samples, with
the technology demonstrated to have a sensitivity compatible
with clinically accepted cutoffs for UTIs (105 CFU/ml). Biolu-
minescence assays used to predict bacteriuria were initially
limited by high rates of false-positive results due to the incom-
plete destruction of nonbacterial ATP and, more importantly
for a screening test, high rates of false-negative results, thought
to be due to unknown inhibitors of the luciferase reaction.
With the development of accepted techniques for isolating
bacterial ATP and the acceptance that some variation in ATP
content across bacterial species can be tolerated, we sought to
evaluate the accuracy of a 2-h bioluminescence assay in pre-
dicting the susceptibility profiles of uropathogens sampled di-
rectly from inpatient and outpatient urine specimens.

Our research also builds upon previous work done to apply
ATP bioluminescence to antimicrobial susceptibility testing of
bacteria. Bioluminescence methods have been shown to be
useful for the rapid (2- to 4-h) determination of the antibiotic

TABLE 2. Accuracy of bioluminescent antimicrobial susceptibility assay by species

Species No. of
isolates

No. of
observationsa % Correctb

Accuracy Tc

S R S R

Citrobacter freundii 2 7 5 100 100 100 �0.679
Citrobacter koseri 1 4 1 100 100 100 �0.762
Coagulase-negative Staphylococcus 2 6 3 100 67 83 �0.392
E. coli 48 227 59 98 95 97 �0.451
Enterobacter cloacae 3 9 8 78 100 89 �1.350
Enterococcus spp. 6 16 14 88 79 83 �0.316
Klebsiella oxytoca 2 10 2 100 100 100 �0.534
Klebsiella pneumoniae 14 55 19 87 68 78 �0.455
Proteus mirabilis 3 12 6 83 50 67 �0.278
Providentia stuartii 1 0 5
Staphylococcus aureus 3 12 6 92 33 63 �0.011
Serratia marcescens 1 3 3 100 67 83 �0.928

a Number of observations containing antibiotic-susceptible (S) or antibiotic-resistant (R) organisms.
b Calculated by dividing the number of specimens predicted correctly by the number tested.
c T, threshold log RLU different from control result without antibiotics.

TABLE 3. Logistic regression analysis of sample accuracy against
control growth result for true-susceptible samples

Antibiotic
No. of

samples
susceptible

No. of
samples

with correct
result

Slope
(log odds

ratio)
SE P value

Ampicillin 32 24 4.38 1.86 0.0186
Gentamicin 70 66 3.78 1.22 0.0020
Cephalothin 62 50 5.61 1.67 0.0008
Ciprofloxacin 62 61 1.57 1.71 0.3604
Nitrofurantoin 70 59 2.39 0.77 0.0018
TMP-SMX 56 47 1.89 0.75 0.0115
Vancomycin 9 6 2.00 1.64 0.2238

Total 361 313 2.50a 0.35a �0.001

a The results were obtained by ignoring the antibiotic and pooling all data.
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susceptibilities of cultured clinical isolates (15, 27, 31, 32). The
cutoff for susceptibility was determined to be �40% of the
RLU measurement obtained for bacteria in the absence of
antibiotic (15). These initial studies noted that in some cases,
bacteria that were susceptible to beta-lactam antibiotics ap-
peared to be resistant by measurement of intracellular ATP
levels by the use of bioluminescence. Microscopic examination
revealed that the cause of the discrepancies was the formation
of bacterial filaments or spheroplasts (10, 18). Filamentation
may account in part for the relatively low percentage of correct
predictions of susceptibility to ampicillin and cephalothin of
75% and 81%, respectively, in our study (Table 1). Recently, a
simple method for the resolution of these discrepancies was
developed and involved the release of ATP from filamentous
bacterial cells prior to the bioluminescence measurement (11).
Adoption of this approach could potentially improve the per-
formance of our assay in future studies. Another potential
cause of the discrepancies between the bioluminescence assay
results and the results reported by the Clinical Microbiology
Laboratory is the growth of contaminating bacteria during the
overnight incubation at 4°C or the 120-min incubation in
growth medium. For this reason, we confirmed that the iden-
tities and the antibiotic susceptibility profiles of the organisms
in samples with multiple discrepancies collected at the end of
the 120-min incubation period were the same as those of the
organisms in the original samples (data not shown).

We found that bioluminescent prediction of antibiotic resis-
tance was generally more accurate than bioluminescent pre-
diction of antibiotic susceptibility. Resistance and susceptibility
were correctly predicted in 95% and 87% of cases, respectively.
In the selection of antibiotics, the correct prediction of resis-
tance would be relatively more important than the correct
prediction of susceptibility. In the treatment of UTIs, the cor-
rect prediction of resistance would allow the clinician to avoid
prescribing an antibiotic to which the uropathogen is truly
resistant. The major exception to the generally high percentage
of correct antibiotic resistance predictions was nitrofurantoin.
Nitrofurantoin resistance was correctly predicted in only 78%
(seven of nine) cases, and as expected, the incorrect results
were for organisms other than E. coli. Despite the availability
of nitrofurantoin for over 50 years, the rate of susceptibility to
this drug remains �99% among E. coli isolates. Because a far
greater percentage of UTIs than were represented in our study
are due to E. coli, the overall probability of encountering
false-negative nitrofurantoin resistance in actual clinical prac-
tice would likely be lower than that observed here.

Most of the errors in the prediction of antibiotic suscepti-
bility were for samples producing a relatively low or moderate
increase in bacterial ATP in the control growth medium with-
out antibiotics. The accuracies of antibiotic susceptibility pre-
dictions were 43%, 67%, and 95% for samples in which the
increases in bacterial ATP in the control were less than 10-fold,
between 10- and 25-fold, and at least 25-fold, respectively. That
is, when the increase in bacterial ATP was high in the control
experiment, it was easier to differentiate antibiotic susceptibil-
ity from resistance. An incubation time of 120 min may not be
the optimal incubation time for all urine specimens. Specimens
containing gram-positive bacteria were more likely to produce
inaccurate results and a �25-fold RLU increase after inocula-
tion into medium without antibiotics. To address this problem,

bioluminescence could be measured over time to determine
when the increase in bacterial ATP in the antibiotic-free con-
trol sample reaches or exceeds 25-fold, at which point the
results of the bioluminescence antibiotic susceptibility assay
are much more likely to be accurate. We acknowledge that the
log RLU change from the control result thresholds (Table 1)
that we selected may not be optimal for all uropathogens in all
clinical settings. Further studies with larger numbers of urine
specimens from multiple health care centers are needed to
validate this approach and to further refine the biolumines-
cence thresholds for differentiating antibiotic-susceptible from
antibiotic-resistant uropathogens.

The emerging crisis in antibiotic resistance, the current em-
phasis on evidence-based clinical practice, and the lack of new
drugs in the antibiotic pipeline combine to highlight the inap-
propriateness of empirical antibiotic use in the management of
UTIs (23). The most recent Infectious Diseases Society of
America guidelines for the treatment of UTIs recommend the
use of TMP-SMX for the treatment of cystitis (28). However,
the rate of resistance to TMP-SMX among E. coli uropatho-
gens exceeds 20% in many settings. Consequently, many clini-
cians have abandoned the Infectious Diseases Society of
America recommendations and prescribe quinolones for the
treatment of routine cystitis. As a result, quinolone use has
increased dramatically in recent years, accompanied by the
inevitable emergence of quinolone resistance in community-
acquired UTIs (5). Rapid laboratory methods for the detection
of uropathogens and determination of their antimicrobial sus-
ceptibility profiles would make it possible for clinicians to
avoid antibiotic use when bacteria are not present in the urine
or to use first-line antibiotics in the vast majority of cases. The
availability of a rapid, bioluminescent antimicrobial suscepti-
bility assay would go a long way toward avoiding the inappro-
priate overuse of antibiotics, which is threatening to under-
mine the antibiotic miracle (19).
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